Use of a Pulmonary Neovalve With a Transannular Patch for Repair of Tetralogy of Fallot

Juan-Miguel Gil-Jaurena,a Manuel Ferreiros,a Rafael Castillo,a Lourdes Conejo,b Victorio Cuenca,b and Juan-Ignacio Zabala

Cirugía Cardiaca, Hospital Materno-Infantil Carlos Haya, Málaga, Spain
Cardiología Pediátrica, Hospital Materno-Infantil Carlos Haya, Málaga, Spain

ORIGINAL ARTICLE

Introduction and objectives. To report on our initial experience with the implantation of a pulmonary valve using Nunn’s technique in association with a transannular patch for the complete repair of the tetralogy of Fallot.

Methods. In total, 21 patients were treated between September 2008 and February 2010. Their ages ranged from 7 months to 15 years (median 12 months) and weights from 6.8 kg to 44 kg (median 10 kg). Four patients had previously undergone palliative shunt placement; in two, it was associated with the diagnosis of a complete atrioventricular septal defect. Use of the transannular patch (treated autologous pericardium) was preceded by implantation of a 0.1-mm polytetrafluoroethylene (PTFE) monocusp valve using posterior fixation. Intraoperative transesophageal echocardiography and pressure gradient measurement were carried out, and echocardiography was repeated before discharge.

Results. No deaths were recorded. One patient had a residual ventricular septal defect that required reintervention. Echocardiography showed that the maximum gradient across the PTFE valve was 25 mmHg. Regurgitation was mild in 19 cases and moderate in 2 (the first and second in the series).

Conclusions. Initial results using a transannular patch with a modified monocusp valve to repair the outflow tract in the tetralogy of Fallot were promising: there was only a slight pressure gradient and mild regurgitation. A medium- or long-term follow-up study is required to confirm these findings and to compare them with results obtained using other techniques.

Key words: Tetralogy of Fallot. Transannular patch. Pulmonary valve. Gradient. Regurgitation.

Neoválvula pulmonar en la corrección del Fallot con parche transanular

Introducción y objetivos. Presentamos nuestra experiencia inicial en la implantación de válvula pulmonar según técnica de Nunn, asociada al parche transanular, en la corrección completa de la tetralogía de Fallot.

Métodos. Se intervino a 21 pacientes entre septiembre de 2008 y febrero de 2010. Intervalo de edad, 7 meses-15 años (mediana, 12 meses). Peso de 6,8-44 kg (mediana, 10 kg). Cuatro pacientes presentaban fístula paliativa; en dos se asociaba el diagnóstico de canal completo. El parche transanular (pericardio autólogo curtido) se acompañó de implantación previa de válvula monocúspide de PTFE de 0,1 mm de grosor, mediante fijación posterior. Se realizó ecografía transesofágica, presiones intraoperatorias y ecografía antes del alta.

Resultados. No hubo mortalidad. Un paciente presentó CIV residual que precisó reintervención. Por ecografía, el gradiente máximo atribuible a la válvula de PTFE es de 25 mmHg, y la insuficiencia es ligera en 19 casos y moderada en 2 (primero y segundo de la serie).

Conclusiones. Los resultados iniciales del parche transanular con válvula monocúspide modificada en reconstrucción del tracto de salida de Fallot son prometedores (regurgitación ligera, gradiente escaso). Es preciso un seguimiento a medio-largo plazo para confirmar estos resultados y compararlos con otras técnicas.

to 15 years (median, 12 months) and weights from 6.8 kg to 44 kg (median, 10 kg). After surgical correction, transesophageal echocardiography (TEE) was performed using a pediatric omniplane probe to determine infundibulum morphology and the degree of pulmonary regurgitation, classified as mild, moderate, or severe.12 In most of the patients, the pressure gradient was not determined due to difficulties in aligning the right ventricular outflow tract. The pressures were determined by direct puncture of the left and right ventricle. All the patients underwent echocardiography before discharge to determine the pulmonary gradient and the degree of pulmonary neovalvular regurgitation (Table).

RESULTS

The intraprocedural TEE showed mild regurgitation in 19 patients and moderate in 2 (the first and second in our series). Pre-discharge echocardiography showed no change in the degree of pulmonary regurgitation. The residual gradient in the outflow tract fluctuated between 0 mmHg and 25 mmHg (Table), except in 2 patients in whom this reached 50 mmHg (the second in the series, with hypoplasia of the branches, and the fourth in the series, 15 years old, with a very restricted right ventricle with dynamic stenosis). One patient (the fourth in the series) presented residual interventricular communication which was designated as minimal early after surgery and underwent reintervention 6 months after correction. Previous catheterization showed minimal neopulmonary regurgitation that was classified as mild on TEE (Figure 3).

INTRODUCTION

Enlargement of the outflow tract is a basic concept in the surgical correction of heart disease with right ventricular obstruction, such as tetralogy of Fallot (TOF). Cases requiring annular enlargement involves the problem of pulmonary valve regurgitation (PVR). The combination of ventriculotomy and pulmonary regurgitation leads to the deterioration of right ventricular function and arrhythmias in the long term.1 Different methods of valve implantation (mechanical or biological prosthesis) or valved conduits (homografts and xenografts) solve the problem of PVR in the short- to medium term while solving the right outlet obstruction.2,8 However, given their biological character, tissue degeneration can be expected with subsequent stenosis and regurgitation over time.

A simple method to obtain pulmonary competence (in cases requiring a transannular patch [TAP] for surgical correction) is the implantation of an expanded polytetrafluoroethylene (PTFE) monocusp valve. This facilitates early recovery after surgery, and benefits can persist in the medium to long term. Other studies with pericardial monocusp valves have questioned their usefulness even in the short to medium term.3,7 Several technical modifications in the surgical implantation of PTFE valves in the pulmonary position have been reported.2,5-8,10,11 We present our initial experience using the technique proposed by Nunn et al in 2008.10

METHODS

In total, 21 consecutive patients who needed enlargement of the right outflow tract with a TAP were treated between September 2008 and February 2010. Of these, 19 had TOF and 2 had complete atrioventricular channel with TOF. Four patients had previously undergone palliative treatment with a PTFE systemic-pulmonary shunt via right thoracotomy. Their ages ranged from 7 months to 15 years (median, 12 months) and weights from 6.8 kg to 44 kg (median, 10 kg). After surgical correction, transesophageal echocardiography (TEE) was performed using a pediatric omniplane probe to determine infundibulum morphology and the degree of pulmonary regurgitation, classified as mild, moderate, or severe.12 In most of the patients, the pressure gradient was not determined due to difficulties in aligning the right ventricular outflow tract. The pressures were determined by direct puncture of the left and right ventricle. All the patients underwent echocardiography before discharge to determine the pulmonary gradient and the degree of pulmonary neovalvular regurgitation (Table).

Following transatrial closure of the ventricular septal defect (VSD) and aortic declamping, the outflow tract was enlarged with a TAP (Figure 1). The fact of having 3 holding stitches allowed us to use the beating-heart technique. The pulmonary neovalve was a 90°-120° semicircle of 0.1-mm PTFE whose radius equaled the distance between the commissure of the native pulmonary valve and the lower vertex of the ventriculotomy incision.10 Its fan-like shape (Figure 1A), its most characteristic feature offers a very generous free edge compared to classic monocusp valves.2 The central point of the curved free edge (circular) is sutured to the posterior side of the native pulmonary artery in the commissural plane (Figure 1B). The vertex of the patch is tied to the ventricle of the ventriculotomy incision and the two ends of the suture are used to join the straight sides of the patch to both edges of the ventriculotomy incision (Figure 1C). Finally, the TAP (glutaraldehyde-treated autologous pericardium) is fixed to the edges using an independent suture (Figure 1D), thereby covering the pulmonary neovalve (Figure 2).

RESULTS

The intraprocedural TEE showed mild regurgitation in 19 patients and moderate in 2 (the first and second in our series). Pre-discharge echocardiography showed no change in the degree of pulmonary regurgitation. The residual gradient in the outflow tract fluctuated between 0 mmHg and 25 mmHg (Table), except in 2 patients in whom this reached 50 mmHg (the second in the series, with hypoplasia of the branches, and the fourth in the series, 15 years old, with a very restricted right ventricle with dynamic stenosis). One patient (the fourth in the series) presented residual interventricular communication which was designated as minimal early after surgery and underwent reintervention 6 months after correction. Previous catheterization showed minimal neopulmonary regurgitation that was classified as mild on TEE (Figure 3).
DISCUSSION

Currently, the early outcomes of surgical repair of TOF are considered excellent, regardless of timing and surgical technique.\textsuperscript{1,2,13} Inevitably, the TAP leads to pulmonary regurgitation. Subsequent physiopathological changes are well tolerated in the long term by most patients, although some may present right ventricular failure. The sharp changeover from pressure overload to volume overload associated with ventriculotomy can also lead to acute response early after surgery.\textsuperscript{1} The
Gil-Jaurena JM et al. Pulmonary Neovalve With a Transannular Patch for Repair of Tetralogy of Fallot

1438

edge could raise concerns regarding the possibility of obstruction; however, this did not occur due to the elasticity of the extremely thin material used (0.1 mm), such that platelet aggregation inhibitors were not needed.10,11

Valve mechanism: the distal fixation of the neovalve takes the shape of a 3 or double-arched vault, its operation resembling that of a bileaflet prosthesis with anteroposterior orientation (unlike the classic monocusp valve2 that has a right-left orientation). It is specifically the bileaflet configuration that halves the time it takes for the free edge (center-to-periphery) to move over the perimeter of the pulmonary neoartery (native artery shown in black and patch of pericardium shown in green).

aim of using a pulmonary valve mechanism in the correction of TOF is twofold: better recovery early after surgery and, ideally, maintenance of valvular competence in the medium- to long term. One of the advantages of the in situ preparation of the surgical material is that it can be customized to the needs of the patient. In our case, both the shape and dimensions of the TAP and the PTFE pulmonary neovalve can be modified. The reason for fixing the central point of the curved edge to the commissural plane of the native pulmonary valve is to replicate an anchor point to optimize the closure mechanism.10

Thus, the minimum radius of the neovalve should be equal to the distance between this plane (immediately below the pulmonary bifurcation) and the vertex of the ventriculotomy incision. The calculation of the chord (curved free edge) and consequent angle of the circular sector remains a matter of debate. We can apply simple trigonometric formulas taking into account the final diameter we wish to obtain after placement of the TAP, the total length of the patch, and substraction of the amount of tissue taken up by the suture line, etc. In practice, a circular sector with an angle close to 120° obtained good outcomes in our series and others.10 In addition, the generous free

Figure 2. A: relative sizes of aortic and pulmonary valves in tetralogy of Fallot. B: pulmonary artery, open and flat. C: expanded polytetrafluoroethylene (PTFE, red) fixed at the central point and edges (in the shape of a 3) with a transannular patch (green) in systole (arrows, blue). D: PTFE valve (red) in diastole (arrows, blue), moving toward the perimeter of the pulmonary neoartery (native artery shown in black and patch of pericardium shown in green).
CONCLUSIONS

The implantation of a TAP with a modified monocusp valve to completely repair the outflow tract in TOF is simple and replicable. The initial results are promising; there was only mild regurgitation and a slight pressure gradient during the intraprocedural period and early after surgery. A medium or long-term follow-up study is required to confirm these findings and to compare them with results obtained using other techniques.

REFERENCES

11. Quintessenza JA, Jacobs JP, Morell VO, Giroud JM, Boucek RJ. Initial experience with a bicuspid polytetrafluoroethylene...
